In this study, the origin of noise in electrochemical impedance spectroscopy (EIS) spectra measured on a variety of polymer electrolyte membrane electrolysis cells (PEMECs) has been investigated. EIS was measured during operation at various current densities of seven different PEMECs divided in five different cell types including both acidic PEMECs and alkaline PEMECs. The noise pattern differed between various types of cells and between cells of the same cell type. Integration time had no influence on the EIS noise level, whereas the AC amplitude seems to influence the EIS noise level. Other electrical noise sources influencing the EIS measurements have been studied with oscilloscope. No noise was observed at DC. A hypothesis explaining the relation between bubble formation during electrolysis and EIS noise is proposed based on the experimental findings.
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Introduction
The amount of research within the area of water electrolysis has increased a lot during recent years, in particular research on PEMEC that presently is commercially available for demonstration purposes, but still far too expensive to compete with hydrogen production from fossil fuels. [1, 2] Therefore, improving the electrolysis cells and stacks is still needed, and for this we need to improve our methods for characterizing the electrolysis cells, in order to give proper feedback to the cell developers.
EIS is a strong and popular electrochemical characterization technique in electrochemical research in general and in the areas of fuel cell and battery research in particular. [3] However, EIS has not been a preferred technique for investigation of PEMECs, and relatively few reports on systematic EIS studies can be found in literature. Among these studies some EIS data contains a limited amount of noise [4] [5] [6] , whereas others do not contain any EIS noise [7] [8] [9] . The EIS noise phenomenon is to our knowledge never mentioned nor investigated. This article look into the EIS noise phenomenon, and experiments on both conventional acidic PEMECs and alkaline PEMECs with a KOH doped polybenzimidazole (PBI) membrane have been performed. We present a preliminary hypothesis on the mechanism of this noise as an AC perturbation interaction with gas bubbles adsorbed on the surface of the electrocatalyst. This is an open access article under the terms of the Creative Commons Attribution-NonCommercial License, which permits use, distribution and reproduction in any medium, provided the original work is properly cited and is not used for commercial purposes. 
Experimental
Various types of conventional acidic PEMECs and alkaline PEMECs have been studied with EIS during operation. All impedance data in this study has been analyzed using the impedance software Ravdav [10] . In this work, it has been chosen to report Bode plots showing the real part and the imaginary part of the EIS as functions of frequency, since these types of Bode plots very clearly show resistive and capacitive contributions to the total cell impedance, respectively, which is not the case for Bode plots depicting phase angle and modulus as functions of frequency.
Conventional Acidic Polymer Electrolyte Membrane Electrolysis Cells
Three types of PEMECs with Nafion 117 membranes produced by EWII Fuel Cells A/S (EWII) have been studied. All three cell types were of the same design with an active electrode area of 2.9 cm 2 . Titanium felt was used as anode current collector, and the anode flow plate was interdigitated and made of titanium. The cathode catalyst loading was 0.5 mg cm -2 platinum (60 wt.% Pt/C), carbon felt was used as cathode current collector, and the cathode flow plate was made of carbon. Further information can be found elsewhere [11] . A schematic drawing of the cell and cell housing is shown in Figure 1 . A more detailed schematic drawing of a benchmark PEMEC from EWII with scanning electron microscopy (SEM) images of the anode catalyst layer, the iridium metal current collector, the Ti-felt current collector and the carbon GDL can be seen in Figure 2. The three conventional acidic PEMEC types studied differed in production generation and anode catalyst and were: (i) A cell from an early generation production at EWII with 0.3 mg cm -2 IrO x as anode catalyst and a 1.7 mg cm -2 iridium metal contact layer (E-g1); Fig. 1 Sketch of an expanded view of the PEMEC benchmark cell design of EWII cells [11] . Figure A .1 in the Appendix. The anode of the acidic PEMECs were fed with Milli-DI water from Millipore at 300-500 mL min -1 during operation.
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Oscilloscope Measurements
Electrochemical noise during DC operation of PEMECs was investigated, by measuring the cell potential of an operating benchmark PEMEC from EWII (E-ref-c) followed by fast Fourier transformation (FFT) of the signal with a digital differential oscilloscope from Picoscope. The oscilloscope was connected to the test setup via DC cancellation boxes, in order to increase the resolution of the noise signal. FFT of potential signals measured with the oscilloscope were generated by the oscilloscope software PicoScope6 using a Blackman filter. The measurements were done at a cell temperature of 64-66°C and at two water flow rates.
Alkaline Polymer Electrolyte Membrane Electrolysis Cells
Two types of alkaline PEMECs have been studied with EIS and are schematically shown in Figure 3 .
The two types were: (i) A perforated nickel plate with a Raney-NiMo coating as cathode, a 40 μm m-PBI membrane and a perforated Ni plate as anode (R-NiMo‰PBI‰Ni), see Figure 3a (E-Ni-R). (ii) A pressed Ni foam as cathode, a 40 μm m-PBI membrane and a perforated nickel plate as anode (Ni-foam‰PBI‰Ni) (E-Ni-F), see Figure 3b . The used flow plates had a pin-type pattern and were made of Ni, PTFE was used as gasket material and the active electrode area was 25 cm 2 .
Further details can be found elsewhere [12] .
Electrochemical Test Setup for Alkaline PEMECs
The alkaline PEMECs were operated in partially separated mode in which 24 wt.% KOH (aq.) was circulated in independent electrolyte circuits. The anode flow was set to 50 mL min -1 for both alkaline PEMECs, whereas the cathode flow was depending on electrode geometry; 5 mL min -1 for the cathode of sample E-Ni-F, and 50 mL min -1 for the cathode of sample E-Ni-R. The electrolyte was flowed through a preheating cell prior to the electrolysis cell, to improve temperature stability at 80°C. Heating was done by pairs of heating elements in the end-plates of both the pre-heating and the electrolysis cell. EIS of the alkaline PEMECs was measured galvanostatically with a BioLogic Science Instruments HCP-1005 potentiostat in the frequency range 25 kHz -0.1 Hz, however only EIS measured below 10 kHz is shown in this article due to outliers. EIS measured at 46 and 54 Hz is left out of all the EIS plots, due to noise from the electrical grid. The AC amplitude was 10% of the DC current applied to the cell and 15 points were measured per frequency decade.
Results and Discussion
EIS Noise Observed for Various PEMEC Types
The noise of the impedance spectra has been evaluated and quantified with a linear Kronig-Kramers transform compliance test, as reported by Boukamp [13] . The test gives an esti- Fig. 3 Sketches of the two types of tested alkaline PEMECs.
ORIGINAL RESEARCH PAPER
642 mate on how well EIS data obey the four Kronig-Kramers relations; the system should show causality, be linear, stable and finite. In the linear Kronig-Kramers compliance test by Boukamp [13] , measured EIS is fitted to multiple series connected Voigt elements (parallel R-C circuits) followed by calculating the relative Kramers-Kronig residuals as the difference between the fitted values and the measured impedance values at each frequency, according to Eq. (1)
with Z re,i and Z im,i being the real and imaginary parts of the ith data set impedance, and Z re (ω i ) and Z im (ω i ) being the fitted value of the real and the imaginary parts of the impedance for ω i . ‰Z(ω i )‰ is the absolute length of the modeling function [13] . Seven Voigt elements were applied per frequency decade for the calculations in this article. The Kramers-Kronig relative residuals can be used as a measure of the noise in the EIS spectra, as stochastic EIS noise would not obey the four Kramers-Kronig relations and therefore would increase the relative residuals in Boukamps Kramers-Kronig compliance test. Figure 4 shows EIS measured on different PEMEC types shown in Bode plots and Kramers-Kronig relative residual plots, and EIS noise is observed in all the spectra. It should be noted that the operation current density is higher for the early generation EWII cell (E-g1) ( The noise of the EIS spectra have been further quantified, in order to be able to compare the overall noise level of the cells, by summing the squares of the relative residuals (both of the real and of the imaginary part of the impedance) over all measured frequencies, cf. Eq. (2), where d is the overall noise level in % 2 , D re,i is the Kramers-Kronig relative residual of the real part of the impedance at frequency i in %, D im,i is the KramersKronig relative residual of the imaginary part of the impedance at frequency i in % and n is the maximum frequency measured. integration time denotes the period over which the EIS analyzer is measuring the perturbation signal [14] . This means that white stochastic noise will be cancelled out the more the longer the integration time is. Table 8 lists the overall noise level at the various integration times. Based on Table 8 , the EIS noise level is not influenced by integration time.
Investigations of Noise Sources with Oscilloscope
Sources of electrical noise have been investigated with oscilloscope by measuring the potential across an EWII benchmark PEMEC (E-ref-c) operated at 1.00 A cm -2 and with various water flow speed. Figure 5 shows the fast Fourier transform (FFT) of the potential measured across the PEMEC at various water flow speeds. Graph a in Figure 5 is measured at a high water flow speed, whereas graph b in Figure 5 is measured at a lower water flow. Clear changes in the magnitude and frequency of the noise peaks with changes in water flow speed is observed; the lower the water flow the lower the noise magnitude and the lower the frequency of the noise. At high water flow speed noise is observed slightly above 50 Hz, 100 Hz, 150 Hz, and 200 Hz, whereas at low water flow speed noise is observed at lower frequencies at approximately 20 Hz, 40 Hz, 60 Hz, and 80 Hz. These findings imply that the water pumps introduce electrical noise in the PEMEC system. However, the noise peak at 167 Hz does not change with the water flow speed. It was speculated whether the noise introduced by the water pumps was caused by pressure changes in the gas 
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644 evolved at the electrodes in the PEMEC causing changes in the cell potential as function of the water flow changes, or whether the noise was introduced as electrical disturbances from the motor of the water pump. A cable applied as antenna able to record possible electrical interferences from the motor was held in the open air close to the water pump, and noise was recorded as can be seen in Figure 6 . Graph b in Figure 6 is measured with the cable while operating the water pump at low water flow speed, and noise is observed at approximately 20 Hz, 40 Hz, 60 Hz, and 80 Hz. These frequencies correspond to the frequencies at which noise was observed in Figure 5 b for the PEMEC operated with at low water flow rate. This imply that the electrical noise observed during DC operation of the PEMEC is due to electrical disturbances from the motor of the water pump and not due to pressure changes in the PEMEC due to the water flowrate. Furthermore, the graphs in Figure 6 show potential peaks at 50 Hz, 100 Hz, and 150 Hz, which is expected to originate from electrical interferences from the 220 V electrical grid in the lab building.
EIS Noise Originating from Gas Bubbles -A Hypothesis
Our hypothesis explaining the noise observed in the EIS spectra recorded on various types of PEMECs is that the noise originates from gas bubbles partially covering the electrodes of the PEMECs during operation. The noise in the EIS spectra occurs at various frequencies depending on the particular cell, and not only at the frequencies, where noise from the water pumps was observed, according to the oscilloscope measurements reported in Figures 5 and 6 . Therefore, it can be concluded that the EIS noise is not caused by electrical noise from the water pumps or any electrical noise from other sources than the cells. Since the noise is observed in many different PEMECs, it is expected that the EIS noise is caused by a physical process associated with the operation of a PEMEC. Another indication that the EIS noise is caused by a physical process is that the noise seems independent of integration time, cf. Table 8 and Figure A. 9. If white electrical noise caused the EIS noise, an increase in integration time would decrease the noise level.
One may think that the suggested hypothesis imply the gas bubbles to be formed and released at a particular frequency depending on the DC magnitude and the microstructure of the cell. However, the FFT potential measurements in Figure 5 , recorded during DC operation of a PEMEC with no AC perturbation, show only noise signals associated with the motor of the water pump. The lack of electrical noise from the cell during DC operation can be explained by a completely stochastic release of the gas bubbles across the electrode surface. During DC operation, the bubble coverage of the PEMEC electrodes will be in a quasi-steady-state where the average release rate of bubbles from the total electrode surface will be constant. When applying an AC potential on top of the DC operation potential, the bubble coverage of the PEMEC electrodes will no longer be in a quasi-steady-state, but will fluctuate with the AC signal leading to a non-constant (unstable) average release rate of the bubbles from the total electrode surface. The AC perturbation applied to the cell during EIS measurements may synchronize the release of bubbles across the electrode surface, causing the bubble release rate to preferably take place in an unstable manner at particular resonance frequency ranges for some bubble sizes dependent on the microstructure of the particular PEMEC. This will cause EIS noise in a narrow frequency range in the EIS spectrum dependent on the particular PEMEC. A schematic drawing and SEM images of the microstructure of a conventional acidic PEMEC from EWII is seen in Figure 2 . Gas bubbles may be trapped in various locations on the active electrode in the microstructure such as in the anode catalyst layer blocking the current path and thereby locally increasing the potential, which is leading to EIS noise. These trapped bubbles will vibrate when the AC current is applied, due to fluctuations in the gas formation rate with the AC signal, and thereby the bubbles will be released at certain frequencies. The optimal microstructure should have a sufficiently open structure, which enables gas bubble release from the electrocatalyst while the bubbles are small, leading to low or no noise in the EIS spectra. In this regard it shall be noted that the EIS noise reported in literature is not in conflict with this hypothesis [4] [5] [6] [7] [8] [9] .
Conclusions
A number of different PEMECs were investigated by EIS with respect to their noise pattern.
EIS noise from the electrodes was observed in one narrow frequency range for a number of different PEMECs. The EIS noise was found to be independent on cell internal resistance and EIS integration time. The EIS noise seems to increase with decreasing AC amplitude. A hypothesis has been presented, which suggests a constant bubble release rate from the electrocatalyst during DC operation leading to no electrochemical noise and a non-constant bubble release rate when an AC is overlaid the DC leading to electrical noise at resonance frequencies dependent on the particular microstructure of the PEMEC. 
